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SUMMARY 


Surveys were made through a turbulent boundary layer on a flat plate 
by means of a pitot probe ^ an X-ray densitometer^ and hot-wire and cold- 
wire probes . Results from these surveys were analyzed to determine 
(a) the reliability of the basic data and hence the methods by which they 
were obtained^ and (b) how well the actual distributions of properties in 
the boundary layer compare, with those commonly assumed in semiempirical 
and theoretical analyses . All surveys were made at the same longitudinal 
station on the flat plate. The tests were conducted in an 8- by 8-inch 
supersonic nozzle. The free-stream Mach number was 3*03 and the Reynolds 
number was approximately 210^000 based on boundary-layer thickness. 

Analysis of the data revealed the following points. The values of 
mean pitot pressiare^ mean density^ and mean total temperature obtained 
from the pitot probe ^ X-ray densitometer^ and cold -wire probe combined to 
produce consistent distributions of mean Mach number , mean total tempera- 
ture^ and mean mass flow throughout the boundary layer. The hot-wire 
probe ^ however^ indicated values of mean mass flow over the outer portion 
of the boundary layer that were higher than the values obtained from the 
pitot; X-ray; and cold -wire surveys. This result was confirmed in an 
independent test performed in the Ames 1- by 3-foot supersonic wind tunnel. 
It is suggested; therefore; that caution should be used in interpreting 
hot-wire data to represent mean mass flows in turbulent supersonic 
boundary layers . 

Except for the region very near the plate surface; the assumption 
of constant total temperature through the boundary layer yielded negligi- 
ble errors in velocity distribution and displacement and momentum thick- 
nesses. The one-sixth power law was found to agree with the experimental 
velocity distribution within ±2 percent. 
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INTRODUCTION 


Experimental surveys of turbulent boundary layers have, for the most 
part, been made with pitot probes. There has been, however, some doubt 
as to whether the probes disturb the boundary layer appreciably (see 
ref. l), and moreover, as to whether or not they yield an accurate 
value of mean pitot pressure when located in a highly turbulent stream 
(ref. 2). Furthermore, when the distribution of pitot pressure through 
the compressible turbulent boundary layer has been determined, distribu- 
tions of one or more of the other properties in the boiindary layer must 
usually be assumed before all desired information can be obtained. For 
example, the computation of velocity distribution using data from a pitot 
survey requires assumed distributions of (a) total temperature throu^ 
the boundary layer and (b) static pressure through the boimdary layer. 

Other experimental techniques have, of course, been used to provide 
information on boundary layers. The X-ray absorption method has, for 
example, provided mean density distributions (ref. 3), whereas surveys 
using hot-wire probes have yielded mean mass-flow distributions (ref. ^). 
Also, cold -wire surveys have been made to obtain mean total -temperature 
distributions . 

With each of these techniques there has, as with the pitot survey 
method, been some question as to the reliability of the data obtained. 

This fact has, of course, been recognized and subjected to some study 
(ref. 3). There is one test of reliability which has not, however, to 
the knowledge of the author been performed. This test consists of study- 
ing the same boundary layer with all four of the techniques mentioned. 
Various combinations of the resulting basic data could then be used to 
obtain distributions of a particular property in the boundary layer. 
Agreement (or disagreement) in the values obtained for this property 
would provide the check on reliability of the techniques. A check of 
assumptions commonly used in boundary layer analyses (such as constant 
total temperature) could, of course, be a valuable by-product of this 
investigation. These considerations prompted the author to carry out 
just such an investigation of a turbulent boundary layer on an essentially 
insulated flat plate with a free-stream Mach number of 3*03 a Reynolds 
niomber of approximately 210,000 based on boiindary-layer thickness. 


SYMBOLS 

a speed of sound, ft/sec 

p - p 

C pressure coefficient, — - — dimensionless 

Cp specific heat at constant presstire, BTU/lb °F 
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specific heat at constant volume, BTU/lb °F 


H boundary-layer -shape parameter, — , dimensionless 

0 

wire current^ amp 

M Mach number^ — ^ dimensionless 

a 

p static pressure, Ib/sq ft 

P-(- total pressure, Ib/sq ft 
q dynamic pressure, Ib/sq ft 

Rg equilibriimi resistance of wire with no current flow, ohms 
R-jj resistance of wire with ciorrent flow, ohms 


Rp 


u 

X 

y 

7 

6 

B 

nr 

P 


Reynolds number, , dimensionless 

f^CX) 

static temperature, 
total temperature , ^R 
time, sec 

velocity parallel to plate, ft/sec 

distance along plate from leading edge, ft 

distance normal to plate, ft 

ratio of specific heats, dimensionless 

boundary-layer thickness, ft 

boundary-layer displacement thickness, ft 

boundary-layer momentum thickness, ft 
*^w " To, 


recovery factor, ^ „ 

Tt - Too 

viscosity, Ib-sec/sq ft 


mass density, slugs/cu ft 


, dimensionless 
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Subscripts 


00 free-stream conditions 

w conditions on plate surface except for symbols and 


Superscript 


conditions downstream of a normal shock 


TEST EQUIPMENT 


The value of the data obtained in a detailed experimental program 
as outlined in the Introduction depends on how the experiment is conducted 
and how the results are analyzed. For this reason, relatively detailed 
accounts of the test equipment, experimental procedure, and data reduc- 
tion are included in this report to provide the reader with an accurate 
knowledge of what was done to derive the final results . 


8- by 8 -Inch Supersonic Nozzle 


The 8- by 8-inch supersonic nozzle is a nonreturn, continuous -flow 
type and has rigid nozzle blocks for producing a nominal test-section 
Mach number of 3 . The Reynolds nimber range obtainable is from 2 million 
to l4 million per foot , 

The nozzle is a standard two-dimensional DeLaval type with the nozzle- 
block contours symmetrical about the horizontal plane containing the axial 
center line of the test region. The test region has a constant width of 
8 inches and a nominal height of 8 inches. The test-section length is 
approximately 16 inches . The air flow through the nozzle is sealed from 
the atmosphere by solid rubber seals compressed between the nozzle blocks 
and the side walls . 

Air is supplied to the nozzle by centrifugal compressors at a maxi- 
mum pressure of 6 atmospheres absolute. The absolute humidity of the air 
is maintained at a value below 0.0001 poimd of water per pound of air by 
passing the air from the compressors first through an aftercooler and 
then through a silica gel dryer. The total temperature of the supply air 
is approximately 65° Fahrenheit . 
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Flat Plate and Motion Mechanism 


The simplest and most accurate method of obtaining data from the 
X-ray densitometer was to translate the flat plate relative to a fixed 
X-ray beam. Therefore^ a motion mechanism for the flat plate was 
constructed and all surveys were made by moving the plate relative to 
fixed probes. The boundary -layer thickness was on the order of I /5 inch 
and no noticeable changes in boundary -layer characteristics occurred 
while the plate was being translated. A photograph of the flat plate and 
its motion mechanism is shown in figure 1. 

Flat plate . - The solid steel plate was supported in the vertical 
direction by three Invar struts extending from the motion mechanism. It 
was restrained in the streamwise and transverse directions at the down- 
stream end by a strut which extended through the tunnel side walls . 

Figure 2 is a view of the plate in the tunnel^ and figure 3 is a sketch 
showing the principal plate dimensions and thermocouple and pressure 
orifice locations . The fence on each side of the plate prevented the 
flow of air from the relatively high -pressure area on the top to the 
boundary-layer survey side on the bottom. In order to get as thick a 
turbulent boundary layer as possible at the survey station (which was 
9 inches from the leading edge)^ a boundary -layer trip was installed 
1 inch from the leading edge. The trip consisted of a row of cylindrical 
rods which protruded perpendicularly to the plate surface . 

Motion mechanism .- The motion mechanism consisted of a tripod 
arrangement in which each leg of the tripod was an Invar strut connected 
to the flat plate. The other end of each of these legs was then pinned 
to individual lever arms and lead screws. The lever arm had approximately 
a 5 "to 1 ratio and the lead screw was 5/8 inch in diameter and had 
4o threads per inch. Each lead screw was driven by a hand wheel and was 
also geared to a counter. Each lead screw could be operated independently 
or all could be operated together by a ladder chain and sprockets . One 
count on the counter represented 0.0001 inch of plate movement and the 
maximum amount of backlash ever recorded was O.OOO 7 inch. 


Pitot Probe 


The pitot probe was constructed from 0.028-inch outside diameter 
hypodermic tubing. The end was machined and flattened to form an open- 
ing approximately 0.001 inch high and O.O 3 O inch wide. The wall thick- 
ness at the end was approximately 0.001 inch. This probe according to 
reference 1 should have negligible interference effects on the boundary 
layer . The probe was supported by a rigid structure which was in turn 
bolted to the lower nozzle block. 
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X-Ray Densitometer 


The X-ray instrumentation used in these tests was essentially the 
same as that described in reference 5 except for the following modifica- 
tions . A new X-ray tube which produced only one source of X-rays was 
used. Also, electronic counters were used to count the pulses emitted 
by the Geiger-Mueller tubes (hereafter referred to as G-M tubes) instead 
of the ratio meter. The G-M tubes and the X-ray tube again used 0.001- 
inch-thick cellophane windows as described in reference 5. 

The X-rays generated at the Tungsten target of the X-ray tube were 
permitted to travel in two paths - one through the reference chamber to 
the reference G-M tube and the other through the txmnel (perpendicular to 
the air flow) to the t\mnel G-M tube. The reference X-ray beam passed 
through a variable-area slit to permit adjustment of the intensity of the 
reference beam to a value near that of the tunnel X-ray beam. The ref- 
erence chamber was always pumped to a pressure less than 100 microns so 
that a negligible absorption of X-rays resulted between the X-ray tube 
and the reference G-M tube . 

The tunnel X-ray beam first passed from the source through a slit 
whose dimensions were 0.001 inch by 0.100 inch at one tunnel side wall, 
then through the tunnel and another slit of the same dimensions at the 
other side wall, and finally to the tunnel G-M tube . Since the X-ray beam 
was not truly collimated, an experimental check was made to determine 
whether an appreciable percentage of scattered X-rays was being received 
by the tunnel G-M tube. Because no appreciable scattering was detected, 
the effective size of the X-ray beam is believed to have been approximately 
0.001 inch high and 0.100 inch wide. The beam was carefully alined with 
the plate surface so that it was parallel within 0.0006 inch over the 
inch plate width . 


Hot-Wire Probe 


The hot-wire probe consisted of a 0.0003 -inch -diameter tungsten wire 
spot welded to the tips of two needles spaced about 0.100 inch apart 
(see fig. 4 ). The needles were cast in a Incite body which was in turn 
supported by a rigid strut from the bottom of the wind tunnel in a manner 
similar to the pitot probe. After the tungsten wire had been welded to 
the needles, the excess material was removed so that the maximum thick- 
ness at the tip was only 0.001 inch. The probe was inclined at an angle 
of approximately l8° relative to the plate surface in order to get the 
wire as close to the plate surface as possible and also to reduce the 
disturbances resulting from the insertion of the needles and wire into 
the bo\jndary layer. The wire was alined by visual means so that it was 
parallel to the plate sirrface within ± 0.0005 inch over the length of wire. 
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The wire was heated by passing electrical current through it from a 
regulated direct current supply. The wire resistance was determined from 
a standard Wheatstone bridge arrangement in which the tungsten wire was 
one leg of the bridge. The wire current was determined from the measure- 
ment of the voltage across a precision 10-ohm resistor that was connected 
in series with the wire . 


Cold-Wire Probe 


The cold -wire probe was the same as the hot-wire probe except that 
no heating current was passed through the wire. The cold -wire resistance 
(no current flow in wire ) was determined by extrapolation of resistances 
obtained with very low currents through the wire. 


EXPERIMENTAL PROCEDURE AND DATA REDUCTION 


All the surveys through the turbulent boundary layer were conducted 
9 inches downstream of the leading edge of the plate and the plate was 
moved relative to the fixed probes and X-ray beam. The free -stream Mach 
number was 3.O3 and the free-stream Reynolds number was maintained at 
13.6 million per foot. Steady-state conditions of plate pressirre and 
temperature were always established before test data were recorded. 


Pitot Survey 


Pitot pressures were recorded on a standard mercury manometer for 
various distances of the probe from the plate surface. The measured 
pitot pressure was assumed to be the true pitot pressure at the center 
line of the probe opening. The distance between the center line of the 
probe opening and the plate surface was determined from the recorded 
counter reading, a calibration of the flat plate motion mechanism as a 
function of counter reading, and the zero reference distance at which the 
probe tip contacted the plate surface. This zero reference distance was 
determined by visual, minimum impact pressure, and electrical-contact 
methods . The value determined from the minimum impact-pressure method is 
the initial point at which no further change in pitot pressure occurs 
when the plate is translated toward the probe. It was found that the 
visual and minimum impact -pres sure methods gave the same zero reference 
distance within ±0.001 inch. The accuracy of the electrical-contact 
method was not as good. Hence, the former two methods were employed 
throughout the pitot survey tests . 

The pitot data were reduced to a ratio of local to free-stream pitot 
pressures, Pt*/Ptoo* ' boundary-layer thickness was assumed to be the 
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distance at which this ratio was 0-99 • This thickness was 0.184 ±0.002 
inch. All boundary -layer distributions presented in this report are 
plotted as a function of the ratio of distance from the plate surface to 
this boundary-layer thickness^ y/^- 

Since the boundary -layer thickness at the survey station was less 
than 0.20 inch^ no attempts were made to measure a static-pressure 
distribution. However^ the static pressure just outside the boundary 
layer was computed from pitot -pressure and reservoir-pressure measure- 
ments and the use of the standard isentropic and normal-shock equations . 
This computed static pressure agreed with the measured plate surface 
static pressure within ±0.5 percent which was the amount of experimental 
scatter. An examination of schlieren photographs indicated total head 
losses through the bow shock waves of less than 0.5 percent. It was then 
felt justifiable to assume that the static pressure was constant through 
the boundary layer. 


X-Ray Survey 


As was pointed out in reference 5^ X-rays that have longer wave 
lengths are more readily absorbed in air than those with shorter wave 
lengths . Longer wave lengths are produced when lower anode voltages are 
used on the X-ray tube. However^ lowering the anode voltage also reduces 
the number of quanta produced and^ as a- result^ increases the time 
required to obtain a time -average value of the intensity of the X-ray 
beam. Therefore, depending on the particular experimental conditions and 
the accuracy required for the tests, an anode voltage has to be determined 
which yields the required accuracy within a reasonable period of time . 

For these tests concerning the turbulent boundary layer, an anode voltage 
of 3 •20-kilovolts and an emission current of 4o milliamperes (the maxi- 
mum obtainable with the present equipment) resulted in counting rates 
on the order of 2000 counts per minute. With these operating conditions, 
the acceptably short counting interval of 5 minutes was required to 
obtain a time-average value of intensities which yielded density measure- 
ments accurate to approximately ±2 percent. Background count of about 
15 counts per minute was considered to be negligible. The G-M tube 
voltages were maintained between 1100 and I 3 OO volts, depending on the 
plateau region for each tube . 

The calibration of the X-ray densitometer was conducted with the 
equipment mounted on the tunnel and after the X-ray beam had been alined 
with the plate. -Hence, no physical movement of the equipment was 
required between the calibration and the actual density measurements in 
the boundary layer. 

The calibration required recording the ratio of intensities of the 
tunnel X-ray beam to the reference X-ray beam as a function of the 
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test-section dens ity -path -length ^ with no air flow in the tunnel. Since 
the reference X-ray beam passed through a channel of negligible density^ 
the reference -beam intensity was essentially constant. Only small varia- 
tions occurred due to changes in quanta production in the X-ray tube. 

The test-section density was varied by simply changing the test-section 
pressure. The test-section pressure was changed by the use of vacuum 
pumps connected to the exhaust piping from the wind tunnel. The air 
temperature stabilized at room temperature within 1 minute after a pres- 
sure change. The calibration of the X-ray densitometer yielded a linear 
relationship between the logarithm of the intensity ratio and the density- 
path -length . 

At small angles of incidence X-rays may be reflected rather than 
absorbed in the surface of a steel plate. A reflection check was made 
by moving the plate toward the X-ray beam while a constant density -path - 
length was maintained in the test region. When the center line of the 
beam was approximately 0.005 inch from the surface^ the intensity of the 
beam indicated by the tunnel G-M tube started to increase. The intensity 
increased as the plate was moved closer to the beam until a maximum value 
was reached at about 0.001 inch from the plate. The maximum increase in 
intensity varied between 10 and 15 percent and considerably more scatter 
in data resulted than when there were no plate reflections . It was felt 
that no reasonable attempts could be made to correct density measurements 
when reflected X-rays were involved; hence ^ no density measurements were 
made at points less than 0.005 inch from the plate surface. 

The X-ray survey was conducted by moving the plate relative to the 
fixed X-ray beam. The zero reference distance was determined from the 
point at which the X-ray beam was cut off by the plate. This method 
proved to be vei^^ satisfactory and the distance from the plate surface 
to the center line of the X-ray beam is accurate within ±0.001 inch. 

Since the free-stream density was known at all times (assuming 
isentropic flow through the nozzle)^ the density profile through the 
boimdary layer was determined from the change in density-path-length 
from the free stream to a point in the boundary layer. This change in 
density -path -length was, of course, derived directly from the change in 
X-ray beam intensities and the calibration. A gradual change in the 
intensity of the X-ray beam in the free stream was noted as the run pro- 
ceeded. Since no actual change in reservoir conditions was recorded, the 
change of intensity is believed to have resulted from a slight shifting 
of the tunnel walls as they cooled. It was necessary to check the 
intensity of the X-ray beam in the free stream periodically to correct 
for physical movements of the tunnel. 

In order to convert the measured change of density -path -length to 
the change in density on the center line of the plate, both the 

^Density -path -length is defined as the product of average density 
between two points and the distance between the two points. In this 
case the distance between the two points is the distance between the 
cellonhane windows on the X-ray tube and G-M tube. 
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path length and average density relative to the density at the center 
line had to be determined. This was accomplished by making pitot surveys 
at several spanwise stations . The total temperature and static pressure 
being assiomed constant through the boundary layer, these pitot data were 
then converted to a ratio of local to free-stream density . A plot of 
this density ratio as a function of spanwise distance from the center 
line of the plate permitted the graphical determination of the ratio of 
center-line density to average density at various distances perpendicu- 
lar to the plate surface. The path length was the distance between the 
points on each side of the plate at which the free-stream density was 
just reached. Except for the regions near the edges of the plate, very 
little spanwise variation in density occirrred . Therefore , the ratio of 
center-line density to average density over the path length is essentially 
a tip correction. This tip correction varied from 0.97 near the outer 
edge of the boimdary layer to 0.95 near the surface of the plate. 


Hot-Wire and Cold-Wire Surveys 


The wire surveys were conducted in the same manner as the pitot 
survey; that is, the plate was moved relative to the fixed probe located 
at the center line of the plate. Each hot-wire probe was calibrated in 
the free stream by recording the power dissipated from the wire while 
varying the free-stream Reynolds number (the Mach number remained essen- 
tially constant). The overheat ratio (Rv;- - Re)/Re was maintained at 0.7. 
Each calibration yielded a linear variation of power dissipation as a 
function of the square root of mass flow, n/ pu. 

The boundary-layer survey consisted of performing the following steps 
at each point in the boundary layer; 

1. Determining the cold resistance, Rg 

2. Computing the hot-wire resistance, R^, for an overheat ratio 

of 0.7 

3 . Recording the wire current, Xy, which yielded the computed hot- 

wire resistance . 

These data were then reduced to a ratio of local to free-stream mass flow, 
ou/poqU^xj, as a fiuictlon of y/& by the use of the calibration curve. The 
zero reference distance for this survey was again determined by visual 
means . 

In order to reduce the cold -wire -resistance measurements to total 
temperatures, the recovery factor of the wire was determined from (a) the 
known resistance and temperature with no air flow, (b) the measirred 
resistance with air flow and known reservoir temperature, and (c) the 
thermal resistivity of tungsten wire. A ratio of wire temperature to 
reservoir temperature of 0.97® ±0.002 resulted at a Mach number of 3‘03- 
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This agrees with data from Kovasznay (ref. 6) for O.OOO3 -inch-diameter 
wires at lower supersonic Mach numbers. Since local Mach numbers in the 
surveyed portion of the boundary layer were always greater than 1^ it 
was assumed that this temperature ratio was constant. 


RESULTS AND DISCUSSION 


The flow over the flat plate was first checked by measuring the 
pressure distribution and recovery-factor distribution along the center 
line of the plate. The results are shown in figure 5- The adverse 
pressure gradient at the survey station is approximately a 1-percent 
increase in static pressure per inch of plate. The recovery factors 
along the plate at points more than k inches from the leading edge 
compare favorably with data for a fully turbulent boundary layer on an 
insulated plate from reference 7 at a Mach number of 2.4. Spanwise 
measurements 1.25 inches on each side of the center line of the plate at 
a distance of 9 inches from the leading edge yielded a maximum increase 
in pressure of 2 percent and a maximLim increase in recovery factor of 
0.1 percent. A schlieren photograph of the boundary layer is presented 
in figure 6 . 

The results of the pitot^ X-ray^ cold -wire ^ and hot-wire surveys 
are shown in figures 7 through 10^ respectively. These data are from a 
number of tests and the scatter shown is typical for each surveying 
instrument. The data points shown at y/5 equal to zero were, of course, 
obtained from pressure and temperature data on the plate surface . The 
root mean square of the deviations of data points from the faired curves 
in figures 7 through 10 are as follows : 

Parameter RMS of deviations 

Pt’/Ptoo’ 0-012 

p/Pco -013 

(Tt - Tt^)/Ttoo -001 

Pu/ PooUtx> • 008 

It should be noted that the total temperature distribution in 
figure 9 indicates a relatively large total-temperature gradient near 
the plate surface. On the other hand, for values of y/5 greater than 
0.03^ the local total temperature deviates from the free -stream total 
temperature by less than 3 percent. 

Now we wish to check the reliability of the data presented in 
figures 7 through 10 and hence, in turn, the methods by which they were 
obtained. This will be done by use of various combinations of the data 
to obtain the same properties in the boundary layer. Mach number is 
especially convenient to work with and has been chosen for analysis . 
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Mach Number Distributions 


It has been shown earlier in this report that the static pressure 
through the boundary layer could be considered constant. This fact and 
the assumption that air behaves as a perfect gas are used in the computa- 
tion of Mach number by the following four methods. 


Method 1 . - Mach hiimber was obtained directly from the pitot pressure 
data (fig. 7) and the Rayleigh pitot formula 






7 + 1 
27M^ - (7 - 1). 


1 

7-1 


( 1 ) 


Method 2 .- The density and total temperature distributions (figs. 8 
and 9 ) obtained from X-ray and cold-wire surveys were combined to yield 
a Mach number distribution by using the adiabatic relationship 



to obtain the equation 


1 + 





( 2 ) 


Method 3 . - It can be shown that total temperature^ mass flow^ and 
Mach number are related by the fourth-degree equation 

^ (3) 

Therefore, cold-wire and hot-wire data (figs. 9 and lO) were combined to 
yield Mach number. 

Method 4 .- Data from the X-ray and hot wire (figs. 8 and lO) were 
combined directly. Mach n\imber was then obtained from the equation 


The Mach number distributions resulting from each of the four methods 
are presented in figure 11. Note that the distributions using the pitot 
data and the combined X-ray and cold -wire data are very nearly the same; 
whereas the other two distributions which used hot-wire data indicate 
appreciably higher Mach numbers over a large portion of the boundary 
layer . 
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Supporting evidence of this discrepancy vas recorded in an independ- 
ent test performed by Mr. Howard Stine and Mr. Warren Winovich in the 
Ames 1- by supersonic wind tunnel. Their pitot ^ hot-wire^ and 

cold -wire measurements were made in the tunnel side -wall boundary layer 
which was approximately 2.84 inches thick and the free-stream Mach number 
was 1 . 95 * Th^ Mach number distributions are shown in figure 12. Although 
these data were incidental to another test and^ therefore^ only a few 
data points were obtained^ there is little doubt that the trend is the 
same as that shown in figure 11. 

It is not now obvious which of the Mach number distributions in 
figure 11 may be considered to be the more reliable. Therefore, it was 
decided that another property should be computed which would permit 
further evaluation of the basic data. Total temperature was chosen. 


Total Temperature Distributions 


The assumptions of constant static pressure and the perfect gas law 
were also used to obtain total temperature. 

Method 1 .- Total temperature resulted directly from the cold-wire- 
resistance measurements as described in the section "Experimental Proce- 
dure and Data Reduction." 


Method 2 .- Total temperature was obtained from the combined pitot 
and X-ray data (figs. 7 8) equation (2) revised to read 




Tt 

'-'O 


1 + H)o^ 


p/po 


- 1 


(5) 


Local Mach number was in this case obtained from the pitot data and 
equation (l). 

Method 3 .- Total temperature was obtained from the combined X-ray 
and hot-wire data (figs. 8 and lO) and the energy equation for the adia- 
batic flow of a perfect gas. 


CpT + ^ = CpTt (6) 

This equation can be rewritten as 

•^t - ^too ^ _T_ . fu'f . 

Tt,, "Tt^ 2cpTt^^u«,; 


( 7 ) 


li^■ 
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The temperature ratio, T/T^^, is obtained from the X-ray data and the 
known free-stream ffech number by the equation 



and u/uoo is obtained from 

U _ P^/ Pqo^oo 
^ p/Poo 

Method i)-.- Total temperature vas obtained from the combined pitot 
amd hot-wire data (figs. 7 ^.nd lO) and equation ( 7 ) where 

J_ ^ a ^ 2 ^_i (10) 

Tt^ V M/H« / \ 2 / 


and 


JL = (11) 

^ pW Poo^ 

The total-temperature distributions which resulted from each of the 
four methods are presented in figure I 3 . It can clearly be seen that the 
combined X-ray and pitot data yield a total temperature distribution very 
near that from the cold wire. The other two combinations which use hot- 
wire data yield distributions which deviate considerably from the distri- 
bution obtained from the cold wire. 

From the foregoing comparisons of Mach number distributions and total- 
temperature distributions it is clear that the mean -mass -flow data from 
the hot-wire probe are not consistent with the data from the pitot, X ray, 
and cold -wire surveys. The data presented in figure l4 show that the 
mean mass flow from the hot-wire probe is higher than those ^ from the 
combined pitot. X-ray, and cold -wire data over a large portion of the 
boundary layer. Similar tests in the subsonic turbulent boundary layer 
have, however, yielded relatively good agreement between pitot and hot- 
wire data (see ref. 8). Therefore, the following study was made to 
determine a possible explanation for the difference between results 
obtained in the subsonic boundary layer of reference 8 and the present 
supersonic turbulent boundary layer . 
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Mass -Flow Discrepancy 


Assume at any time^ 
velocity^ p* and are 


that the instantaneous values of density and 
defined as 


p* = p + Ap 


and 


* . 
u = u + Au 

where p and u are Independent of time and 


1/ at = I- 

^O 

The mass flow at any instant is then 
p*u* = (p + Ap)(u -I- Au) 



t 

Au dt = 0 


= pu + i:iAp + pAu 4- ApAu 


i 


The mean mass flow is then 
't , ot . ot 


1 p*p*at = pu dt . ijT 

hr" 


uAp dt + — 


pA^ dt + 




ApAu dt 


= pu + 0 + 0 + 


ApAu dt 


(12) 


For the case of the subsonic boimdary layer where Ap is negligi- 
ble^ the last term of equation (l2) must also be negligible. However^ 
for the supersonic boundary layer ^ the last term of equation (l2) need 
not necessarily be negligible. This is especially true in the outer 
portion of the boundary layer where the flow at a given position is char- 
acterized by intermittency (see ref. 9)- 


Heretofore^ the analysis of the pitot ^ X-ray and cold -wire data has 
employed the implicit assumption that the last term of equation (12) was 
zero and that the mean mass flows obtained from the hot-wire data are 
numerically equal to those derived from the pitot ^ X-ray, and cold -wire 
data. It now appears possible that the differences shown in figures 11, 
13, and l4 have resulted from the ability of the hot wire to indicate the 
component of mass flow represented by the last termi of equation (l2). 

The ability of a hot wire to follow velocity and density fluctuations 
depends on the heat lag characteristics of the wire. Therefore, one might 
expect that various mean mass flows could be obtained in the same stream 
by using various sizes of wires. Hence, it is suggested that caution 
should be used in interpreting hot-wire data to represent mean mass flows 
in supersonic turbulent boundary layers. On the other hand, the pitot 
probe. X-ray densitometer, and cold -wire probe yielded mean values of 
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pitot pressure, density, and total temperature which produced consistent 
distributions of Mach number, total temperature and, mass flow throughout 
the boundary layer. 


Effects of Assuming the Total Temperature Constant 


The pitot tube has been perhaps the most commonly employed boundary- 
layer survey instrument. It would be desirable, therefore, to check the 
accuracy of the assumption of constant total temperature which is often 
used to reduce pitot data to various other boundary-layer parameters . 

Mass -flow defect, momentum loss, and velocity distributions are perhaps 
the most common parameters and they have, therefore, been chosen for 
analysis. Let us examine mass-flow defect first. 

The mass-flow defect was computed using (a) the X-ray and pitot 
surveys (effects of total -temperature variation are included) and (b) the 
pitot data and the total temperature assumed constant. These distribu- 
tions are presented in figure 15 . Note that there is almost a negligible 
difference in the distributions. Also, of course, there is a negligible 
difference in the displacement thickness obtained by integration of these 
distributions. A value of 5*/5 = 0.350 ±0.002 was obtained from 
figure 15 - 

A similar analysis was made for the momentum-loss distributions shown 
in figure l6. Here the distributions are noticeably different. However, 
integration of these distributions yielded a momentum thickness according 
to the combined pitot and X-ray data only about 1-percent greater than 
that according to the pitot data and assumed constant total temperature. 
The value for the former case was 0/S = 0.0642 ±0.0002. The shape param- 
eter for these tests was then H = S*/0 = 5-45- 

The velocity distributions were computed for the two cases and are 
shown in figure IJ. It can be seen that the assumption of constant 
total temperature yields an almost negligible change in the velocity 
profile . 

Theoretical analysis of turbulent boundary layers often assume a 
power law distribution of velocity. The one-sixth power law was computed 
and is also shown in figure YJ . For the region O.O 3 < y/6 < 1.0 the one- 
sixth power law deviates from the experimental velocity distribution by 
not more than ±2 percent of the free-stream velocity. 


CONCLUSIONS 


The following conclusions were drawn from this experimental investi- 
gation of a turbulent boundary layer on a flat plate at a free-stream 
Mach number of 3 • 03 • 
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1 . The values of mean pitot pressure, mean density, and mean total 
temperature obtained from the pitot probe. X-ray densitometer, and cold- 
wire probe combined to produce consistent distributions of mean Mach 
number, mean total temperature, and mean mass flow throughout the boundary 
layer . 

2. The hot-wire probe, however, indicated values of mean mass flow 
over the outer portion of the boundary layer that were higher than the 
values obtained from the pitot. X-ray, and cold-wire surveys. This result 
was confirmed in an independent test performed in the Ames 1- by 3~foot 
supersonic wind tunnel. It is suggested, therefore, that caution should 
be used in interpreting hot-wire data to represent mean mass flows in 
turbulent supersonic boundary layers . 

3 . The assumption of constant total temperature through the boundary 
layer yields negligible errors in displacement and momentum thicknesses . 
The error in velocity distribution computed from pitot data and assumed 
constant total temperature is also negligible. The one-sixth power law 
was found to agree with the experimental velocity distribution within 

±2 percent. 


Ames Aeronautical Laboratory, 

National Advisory Committee for Aeronautics, 
Moffett Field, Calif., Apr. 19 , I 956 
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A-20399. 1 

Figure 1 .- General arrangement of flat-plate motion mechanism and flat 
plate in test region of 8 - by 8 -inch supersonic nozzle. 
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A-20397. 1 

Figure 2.- Photograph of flat plate in test region with pitot probe 

installed at survey station. 
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Figure 3 • ~ Sketch of flat plate . 
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(a) Pressure distribution. 



Figure 5 .- Surface -pres sure and recovery-factor distributions along the center line of 

the flat plate . 
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A-21160. 1 

Figure 6 .- Schlieren photograph of turbulent boundary layer on the flat 

plate . 
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Figure 7.- Pitot-pressure distribution through the turbulent boimdary 
layer from pitot-probe measurements . 
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Figure 8 .- Density distribution through the turbulent boundary layer from 

X-ray densitometer measurements. 
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Figure 9.- Total-temperature distribution through the turbulent boundary 
layer from cold-wire-resistance measurements. 
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Figure 10 .- Mass-flow distribution through the turbulent boundary layer 

from hot-wire measurements. 
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Figure 11 •- Mach niomber distributions through the turbulent boundary layer 
from pitot ^ X-ray ^ cold-vire^ and hot-wire data. 
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Figiire 12.- Mach n\mber distributions through the turbulent boundary 

layer on the side wall of the Ames 1- by 3~foot supersonic wind tunnel 
from pitots cold-wire, and hot-wire data; = I.95, 6 = 2.84 inches. 
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Figure I3.- Total-temperature distributions through the turbulent boundary 
layer from pitot ^ X-ray ^ cold -wire ^ and hot-wire data. 
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Figure llf.- Mass-flow distributions through the turbulent boundaiy layer 
from pitot, X-ray, cold -wire, and hot-wire data. 
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Figure I5.- Mass -flow-defect distributions through the turbulent boundary 

layer . 
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Figure I6.- Momentum-loss distributions through the turbulent boundary 

layer . 
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Figure I7.- Velocity distributions through the turbulent boundary layer. 
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